[Quantitative ultraviolet, visible, and near infrared spectrophotometric analysis].
The potentialities of photometry in the ultraviolet, visible, and infrared spectra are compared. Errors associated with neglect of the Booger-Lambert-Ber law, nonmonochromic light, inconstant length of optic route, and non-optimal choice of optic density range are analyzed.